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1 .  Tntroduction 


1.1  Nature  of  the  Problem 


This  project  involves  the  design,  construction,  and  testing  of  a  novel  digital  mammography 
system.  The  basic  approach  to  acquiring  the  image  data  using  CCD  camera  technology  is  similar 
to  the  work  of  others.  However,  the  proposed  system  incorporates  a  binary  screen  as  the  primary 
x-ray  receptor.  A  binary  screen  is  an  intensifying  screen  composed  of  two  different  phosphors 
mixed  into  the  screen.  Phosphor  1  has  a  low  k-edge  (e.g.Y202S,  k-edgeY  =  17  keV),  and 
therefore  will  preferentially  absorb  the  lower  energy  x-ray  photons  in  the  spectrum  incident  upon 
the  detector.  Phosphor  1  emits  light  of  a  specific  wavelength,  and  because  rare  earth  phosphors 
emit  in  a  relatively  narrow  optical  range,  it  is  straightforward  to  optically  isolate  the  wavelengths 
emitted  by  phosphor  1  with  a  CCD  camera  1  focused  onto  the  binary  screen.  Phosphor  2  has  a 
higher  energy  k-edge  (e.g.  Gc^S,  k-edgeGd  =  50  keV),  and  therefore  will  preferentially  absorb 
the  higher  energy  x-ray  photons  incident  upon  the  detector.  As  with  Phosphor  1,  Phosphor  2  has 
its  own  characteristic  wavelength  emission  and  a  CCD  camera  2  is  tuned  to  only  detect  the  light 
emission  from  Phosphor  2.  The  system  is  illustrated  in  Figure  1 . 

The  two-camera  setup  can  acquire  two  different  images  simultaneously,  one  corresponding 
to  mostly  low  energy  x-ray  photons,  the  other  to  mostly  high  energy  photons.  From  the  low 
energy  image,  IL(x,y)  and  the  high  energy  image,  IH(x,y),  the  dual-energy  subtracted  image, 

S(x,y),  can  be  calculated  as: 


S(x,y)  =  LN[  IL(x,y)  ]  -  R  LN[  IH(x,y)  ] 


R  is  a  constant  that  determines  the  type  of  material  that  is  subtracted,  either  calcium,  fat,  or  some 
intermediate  material  (glandular  tissue).  Dual  energy  subtraction  is  well  known  and  a  detailed 
discussion  will  therefore  be  avoided. 


1.2  Background 

Breast  cancer  will  strike  approximately  one  in  nine  women  in  the  United  States,  making  it 
the  most  common  form  of  cancer  amongst  women.  In  1992,  there  were  over  46,000  deaths  due 
to  breast  cancer  and  180,000  new  cases  were  detected.  Presently,  there  is  no  cure  for  this 
devastating  disease  and  the  best  hope  for  patients  stricken  with  breast  cancer  lay  in  its  early 
detection.  While  ultrasound  and  MRI  are  modalities  that  have  been  aimed  at  the  breast,  x-ray 
mammography  has  the  best  sensitivity  for  the  early  detection  of  breast  cancer  in  women  who  are 
asymptomatic.  Hence,  screen  film  mammography  has  proliferated  substantially  over  the  last  5 
years  as  an  important  "front  line"  against  breast  cancer. 

Digital  radiography  has  been  investigated  by  many  researchers  with  many  different  motives. 
Digital  mammography  pushes  digital  acquisition  techniques  to  their  technical  limits  due  to  the 
high  spatial  resolution  and  low  dose  requirements  imposed  by  breast  imaging.  One  generic 
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advantage  of  digital  radiography  is  that  the  detector  technology  is  divorced 
technology,  unlike  in  screen-film  systems.  By  divorcing  detection  and  display,  each  of  those 
responsibilities  can  be  assigned  to  dedicated  equipment,  and  therefore  the  detector e 
optimized  for  detection,  and  the  display  device  can  be  optimized  for  display.  Electron! 
detectors  also  have  significantly  better  dynamic  range  than  conventional  screen-film 
combinations.  The  whole  breast  can  be  imaged  without  loss  of  contrast  in  regions  of  too  low  or 
too  high  exposure,  as  often  occurs  with  screen-film  systems.  Another  excellent  example  where 
digital  detectors  may  play  an  important  role  in  cancer  detection  is  with  dual-energy 
mammographic  acquisition.  In  dual-energy  imaging,  calcified  areas  of  the  Patl^nt  c“ 
enhanced  due  to  the  intrinsic  physical  properties  of  x-ray  absorption,  as  opposed  to  pattern 
recognition  or  imaging  processing  enhancements.  Since  the  breast  contains  no 
occurring  calcific  structures  (i.e.  no  bones)  and  since  calcification  is  a  very  important  diag 
finding  in  the  diagnosis  of  breast  cancer,  dual-energy  imaging  has  great  potential  in 
mammography.  Dual-energy  acquisition  requires  the  detection  of  two  images,  one  at  low  x-r  y 
energies^!  the  other  at  a  higher  energies.  The  first  phase  of  this  project  is  to  build  digital 
mammographic  acquisition  hardware  and  the  software  necessary  to  control  digital  requisition. 
The  second  phase  is  to  demonstrate  using  phantoms,  tissue  specimens,  and  a  few  Pr^se^ted 
patients  the  feasibility  of  dual  energy  mammography  in  the  screening  mammography  setting. 


1.3  Previous  Studies 

The  image  intensifier  has  been  used  as  the  primary  detector  for  one  system!  coupled  with  a 
scanning  slit  arrangement  which  collimates  the  x-ray  beam  down  to  a  thin  slit.  In  this  system, 
the  image  is  formed  by  capturing  the  light  output  of  the  image  intensifier  using  a  linear :4k _charg 
coupled  device  (CCD).  While  the  spatial  resolution  of  the  4k  linear  detector  was  supe  , 
was  a  20%  increase  in  x-ray  dose  due  to  the  penumbra  cast  by  the  fore-slit  (i.e.  s0^  °.f 
primary  beam  didn’t  contribute  to  image  formation)  In  addition,  the  image  intensifier  isdifficult 
to  modify  given  its  complexity  and  vacuum  environment,  and  the  detection  efficiency  of  file 
4ut  phosphor  used  in  commercially  available  image  intensifiers  cannot  be  easily  optimized  in 

the  low  x-ray  energy  region  typically  used  in  mammography. 

Photostimulable  phosphor  systems  (PSPs)  have  achieved  good  market  success  for  genera 
radiology,  and  this  technology  is  the  cornerstone  of  present  day  "digital  radiography  (as 
opposed  to  digital  mammography).  I.  is  known  that  the  commercial  ^ch 

systems  are  trying  to  develop  high  resolution  systems  for  mammography 
groups  have  also  reported  using  photostimulable  phosphors  for  mammography.  Nevertheless, 
thisapproach  will  require  significant  further  refinements  to  ever  meet  the  demands  of  cluneal 
radiologists  involved  in  mammography. 

Karelins?  has  reported  on  the  use  of  a  CCD  camera  optically  focused  on  an  intensifying 
screen  for  use  in  digital  mammographic  imaging.  This  article  contains  a  good  description  of  the 
use  of  optically-coupled  CCDs,  and  includes  an  analysis  of  the  limitations  of  the  technique 
well.  The  authors  report  that  an  optical  coupling  efficiency  of  0.0082  was  achieved w*  a 
of  view  of  90  mm  x  90  mm  and  an/fl  .2  lens.  The  authors  continue  to  point  out  that,  „ . meven 
greater  optical  efficiency  may  be  required  in  order  to  achieve  a  level  well  above  a  secondary 
quantum  sink."  For  realistic  clinical  mammography,  a  field  of  view  on  the  order  of  200  mm 
200  mm  is  necessary  to  accommodate  most  breasts.  As  the  field  of  view  gets  larger,  e 


demagnification  factor  gets  larger,  and  the  optical  coupling  efficiency  is  reduced  dramatically 
due  to  solid  angle  effects.  Per  Karel las^: 

n  =  T/[l+4/(m+l)2] 

where  t|  is  the  light  capture  efficiency,  T  is  the  bulk  transmission  factor  (typically  around  0.8),/ 
is  the  f-number  of  the  lens  and  m  is  the  demagnification  factor.  Using  this  equation,  the  light 
coupling  efficiency  for  a  very  fast  lens  (/70.7),  a  200  mm  x  200  mm  field  of  view  and  a  25.4  mm 
x  25.4  mm  CCD  chip  would  be  0.005 1 .  This  means  that  approximately  one  out  of  every  200 
light  photons  emitted  from  the  screen  would  strike  the  CCD  chip.  The  number  of  light  photons 
emitted  from  an  intensifying  screen  per  absorbed  photon  is  highly  dependent  on  screen 
characteristics,  and  this  number  has  been  reported  to  be  as  high  as  400  to  600  photons  per  x-ray 
interaction3.  Using  a  value  of  500,  this  would  mean  that  only  2.5  optical  photons  would  strike 
the  CCD  chip  per  absorbed  x-ray  in  the  intensifying  screen.  With  a  conversion  efficiency  of  the 
CCD  of  about  0.5  electrons/optical  photon,  the  2.5  optical  photons  would  yield  1.25  electrons. 

Given  the  fairly  broad  statistical  distribution  of  these  conversion  events4’5,  a  1.25  mean  electron 
yield  per  absorbed  x-ray  photon  would  result  in  significant  quantum  noise  due  to  the  optical 

coupling  stage  in  the  detector.  Mickish  and  Beutel3  have  described  the  optical  photon  yield  per 
x-ray  photon.  From  their  work,  a  Gd202S  screen  emits  on  the  order  of  500  photons  per  22  keV 

x-ray. 

Of  course  other  considerations  such  as  detector  amplifier  noise  haven't  been  considered 
above.  Also,  a  fast  lens  such  as  an  f/0.7  has  a  very  limited  depth  of  field,  and  consequently  one 
would  expect  the  resolution  in  the  periphery  of  the  image  to  be  reduced  as  a  result. 

Herron  has  coupled  a  1 16  mm  diameter  screen  with  a  2k  x  2k  CCD  detector  using  a  fiber 
optic  minifier  with  a  proximity-focused  intensifier  tube  placed  between  the  fiber  optic  minifier 
and  the  CCD  chip.  The  intensifier  tube  had  50  line  pair/mm  resolution,  and  provided  gains  from 
5  to  30  in  the  system.  The  system  achieved  fair  resolution  with  the  10%  MTF  value  falling  at 
approximately  4  lp/mm.  Although  a  1 1 6  mm  circular  field  of  view  is  much  smaller  than  the 
necessary  200  mm  x  200  mm  square  field  of  view  required  to  image  a  majority  of  women,  the 
performance  of  this  system  is  encouraging. 

The  PI  and  Dr.  Tecotzky  (who  is  the  original  developer  of  rare-earth  phosphors  for 
radiological  imaging,  and  is  a  paid  consultant  on  this  proposal)  have  worked  on  detector 

optimization  problems  using  computer  simulations  in  previous  investigations6/’8.  Any  (x-ray 
quantum  limited)  detector  system  can  deliver  a  better  signal  to  noise  ratio  (SNR)  by  simply 
increasing  the  incident  x-ray  flux,  but  this  of  course  has  an  impact  in  terms  of  increased  dose  to 
the  patient.  Therefore,  optimization  of  detector  design  must  include  the  consequences  of  dose  to 
the  patient.  One  convenient  measure  that  folds  both  detector  performance  and  patient  dose  into 
the  same  equation  is  the  figure  of  merit  (FOM)  defined  as: 

FOM  =  (Contrast  SNR)^  /  Glandular  Dose 


Because  the  SNR  is  related  to  the  incident  x-ray  exposure  by  N1/2,  and  the  glandular  dose  is 
proportional  to  N,  the  above  quantity  is  independent  of  the  exposure  levels  used  in  imaging. 
This  eliminates  this  parameter  from  the  optimization  procedure.  We  have  used  this  figure  of 
merit  in  the  past6/’8’9.  For  example,  to  optimize  the  performance  of  a  dual-phosphor  binary 
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screen  detector  with  respect  to  the  kV  of  the  spectrum  and  the  pre-patient  filtration,  the  FOM  was 
computed  as  a  function  of  the  atomic  number  (Z)  of  the  pre-patient  filter  and  of  the  kV.  The 
binary  screen  is  a  screen  designed  with  two  homogeneously  mixed  phosphors,  each  with 
different  k-edges,  and  each  emits  a  different  color  of  light.  The  binary  screen  design  permits 
single-pulse  dual-energy  acquisition  using  two  CCD  cameras.  The  optimization  results  for  a  10 
cm  tissue  equivalent  patient  are  seen  below: 

Scattered  radiation  is  an  important  contribution  to  the  dose  term  in  this  FOM,  and  also  has  a 
significant  impact  on  the  contrast.  To  use  this  FOM  in  the  simulation  environment,  therefore,  a 
full  understanding  of  the  distribution  of  scattered  radiation  dose  deposition  is  important  to  the 
accurate  assessment  of  glandular  dose.  The  PI  and  Dr.  Seibert  (co-investigator)  have  employed 
Monte  Carlo  simulation  as  a  means  of  studying  the  distribution  of  scattered  x-ray  energy  both  to 
the  detector  and  to  the  patient.  Recently,  the  PI  has  reported  on  the  parameterization  of  the  dose 
due  to  primary  and  scatter  in  tissue  as  a  function  of  incident  x-ray  energy  and  tissue  thickness  , 
specifically  to  make  detector  optimization  studies  easier. 


2-  Body  of  Report 

The  initial  progress  of  this  research  is  proceeding  well.  There  were  a  large  number  of 
somewhat  perfunctory  but  nevertheless  time  consuming  tasks  that  were  accomplished  this  past 
year.  The  post-doc  has  been  hired,  and  Dr.  Tong  Yu  is  now  up  to  speed  with  the  project  and 
making  excellent  progress.  The  principal  investigator  has  met  several  times  with  each  of  the 
consultants,  one  a  mechanical  engineer  (Roger  Malcolm,  M.S.E)  and  the  other  a  rare  earth 
phosphor  chemist  (Mel  Tecotzky,  Ph.D.).  In  each  instance,  these  consultative  sessions  have 
resulted  in  new  ideas  with  respect  to  design  of  the  digital  mammography  system.  Furthermore, 
the  physical  construction  of  the  digital  mammography  system  is  underway,  with  crucial  elements 
currently  being  fabricated  by  the  machine  shop  under  control  of  the  mechanical  engineer 
consultant,  Roger  Malcolm.  Phosphors  have  also  been  received  by  the  rare  earth  chemist  for 
testing  in  a  new  detector  system. 

Monte  Carlo  code  specifically  for  the  evaluation  of  scatter  in  the  mammography  x-ray 
energies  has  been  written  (modified  from  previous  code  written  entirely  by  the  PI)  and  was  run 
for  approximately  3  months,  acquiring  scatter  distribution  data  necessary  for  calculating  its  effect 
both  on  glandular  dose  and  on  the  contrast  and  SNR  in  the  image. 

Ordering  and  receiving  materiel  at  the  University  of  California  can  in  some  instances  require 
6  or  more  months.  We  have  anticipated  this  “lead  time”  and  have  ordered  many  of  the  items 
crucial  to  the  development  of  the  dual  energy  digital  mammography  system. 

For  completeness,  we  include  below  the  tasks  identified  in  the  statement  of  work  for  the  first 
year  of  this  four  year  project.  As  shown  below  on  the  timeline  given  in  the  grant, 
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Year  1 

Year  2 

Year  3 

Year  4 

Task  1 

Task  2 

Task  3 

Task  4 

is 

Task  5 

g§ 

Tasks  1  and  2  are  each  two  year  tasks  and  therefore  both  sub-projects  are  still  in  progress.  We 
list  each  of  the  tasks  as  stated  in  the  grant  (“Statement  of  Work”)  and  identify  our  progress  to 
date: 

Task  1:  Computer  Simulation  of  Dual-Energy  Digital  Mammography  System  [months  1- 
24] 

1.1.  The  most  efficient  x-ray  spectrum,  which  depends  on  the  anode  target  material 
(Molybdenum  or  Tungsten),  the  kilovoltage,  and  the  thickness  and  composition  of  the  pre¬ 
patient  filter,  will  be  identified  for  dual  energy  mammography 

1 .2.  The  most  efficient  x-ray  spectrum,  which  depends  on  the  anode  target  material 
(Molybdenum  or  Tungsten),  the  kilovoltage,  and  the  thickness  and  composition  of  the  pre¬ 
patient  filter,  will  be  identified  for  single  energy  mammography 

1.3.  The  best  thickness  and  phosphor  ratio  (e.g.  mg  Y2O2S  versus  mg  Gd2C>2S)  for  dual  energy 
mammography  will  be  identified  using  computer  simulation  with  a  typical  breast  thickness 

(4.2  cm).  .  . 

1.4.  The  most  efficient  anti-scatter  grid  ratio  and  construction  will  be  identified  using  the  figure 

of  merit  [Contrast  x  SNR]2  /  [Average  Glandular  Dose] 


2.1  Computer  Simulation  Studies 


We  are  exploring  in  the  simulation  environment  modifications  to  the  acquisition  geometry 
from  the  binary  screen  system  laid  out  in  Figure  1 .  The  modified  geometry  is  shown  in  Figure  2. 
The  modified  geometry  has  the  potential  of  increasing  the  energy  separation  between  the  low  and 
high  energy  images,  and  therefore  improving  the  image  quality  in  the  final,  dual  energy 
subtracted  image.  In  addition  to  the  slight  change  in  mechanical  geometry,  we  have  also  thought 
of  a  new  and  potentially  better  way  of  acquiring  the  image  in  the  temporal  domain.  The 
technique  is  demonstrated  graphically  in  Figure  3.  The  fact  that  the  CCD  cameras  for  the  high 
and  the  low  energy  images  can  be  triggered  independently  allows  gated  acquisition,  where  the 
“on”  and  “off’  gate  controls  over  the  time  course  of  the  scan  can  be  controlled  separately  for  the 
low  and  the  high  energy  images  (CCD  cameras).  In  addition,  the  kV  can  be  rapidly  switched 
during  the  acquisition,  still  using  a  single  pulse.  This  idea  was  inspired  in  part  by  the  work  of 
Dr.  Robert  Alverez,  who  has  been  studying  using  this  temporal  gating  to  achieve  improved  SNR 
in  dual  energy  radiography  using  stacked  photostimulable  phosphor  plates  .  His  idea  is  to  erase 
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the  image  on  the  front  (low  energy)  imaging  plate  during  the  high  energy  acquisition,  using  a 
strong  light  which  will  erase  the  latent  image  on  the  low  energy  PSP  imaging  plate.  Of  course 
with  the  electronic  cameras  in  our  application,  erasure  is  not  necessary  because  each  of  the  CCD 
cameras  can  be  gated  independently.  Dr.  Alvarez  has  demonstrated  an  approximately  10  fold 
improvement10  in  the  SNR  using  his  technique,  and  because  of  the  more  precise  nature  of 
electronic  gating  in  our  application  in  addition  to  the  better  selection  of  x-ray  phosphors 
available,  we  are  optimistic  that  similar  or  better  improvements  can  be  achieved  in  our 

laboratory.  .  .  ~ 

The  Monte  Carlo  code  was  modified  for  this  mammography  application  and  ran  alone  tor 

three  months  on  our  DEC  3000  workstation.  Thus  for  glandular  tissue,  we  have  relatively 
noiseless  data  concerning  the  distribution  of  x-ray  photons,  characterized  both  as  functions  of 
input  x-ray  energy  and  breast  thickness.  Examples  of  these  distributions  are  shown  m  Figures  4, 

5  and  6.  We  have  made  similar  characterizations  for  all  permutations  including  3,  4,  5,  6,  7  and  8 
cm  of  breast  tissue  against  input  x-ray  photon  energies  of  10  to  60  keV  (by  1  keV  intervals).  The 
monoenergetic  data  calculated  can  be  combined  with  known  x-ray  spectra  to  properly  simulate 

the  realistic  situation  during  dual  energy  imaging.  . 

Tasks  1.1  and  1.2  involve  the  use  of  x-ray  spectra.  Although  it  was  originally  envisioned 
that  tabular  x-ray  spectra  would  be  used,  since  the  award  was  made  we  have  been  collaborating 
with  Dr.  Richard  Deslattes  at  NIST,  who  received  a  US  Army  grant  (M4539FU6,  “Crystal 
diffraction  spectrometry  for  accurate,  non-invasive  kV/spectral  measurement  for  improvement  o 
mammographic  image  quality”).  We  just  received  one  of  the  first  x-ray  spectrographs  from  Dr. 
Deslattes  and  are  currently  designing  a  study  to  completely  measure  and  document  a  wide 
assortment  of  clinical  mammography  x-ray  spectra.  This  study  is  consistent  with  our  goa  o 
verifying  the  correspondence  between  Monte  Carlo  studies  and  between  experimentally 
measured  quantities.  Such  a  verification  process  has  been  confounded  in  the  past  by  imprecise 
correspondence  between  the  measured  and  modeled  x-ray  spectra.  With  the  x-ray  spectrograph 
now  in  hand,  we  can  make  comparisons  between  experimental  measurements  and  Monte  Carlo 
calculations  with  a  sound  knowledge  of  the  spectra.  As  an  example  of  the  utility  of  the  Deslattes 
spectrometer.  Figure  7  shows  two  spectra  measured  with  this  device  on  our  laboratory 
mammography  machine  (Senograph  500T).  The  two  spectra  differ  by  the  addition  of  1 .0  mm  of 
aluminum.  Not  only  are  the  spectra  themselves  useful  in  their  own  right,  the  excellent  energy 
resolution  of  the  spectrometer  (compared  to  photon  counting  approaches)  allows  the 
measurement  of  energy  dependent  attenuation  coefficients  of  a  wide  assortment  of  materials.  An 
illustrative  example  of  this  is  shown  in  Figure  8,  where  the  two  spectra  shown  in  Figure  7  were 
used  to  calculate  the  mass  attenuation  coefficient  for  a  1 .0  mm  sheet  of  aluminum.  The 
measured  data  is  compared  against  the  tabulated11  attenuation  coefficients,  and  reasonably  good 
correspondence  is  shown  in  these  preliminary  data.  We  intent  to  obtain  thin  sections  of  various 
types  of  breast  tissues  (fat,  glandular),  and  make  detailed  and  accurate  determinations  of  the 
attenuation  coefficients  of  this  materials.  Although  this  has  been  done  before  ,  the  energy 
resolution  of  the  Deslattes  spectrometer  is  much  greater  than  pulse-height  spectrometry  and 

therefore  we  consider  this  an  important  undertaking. 

We  are  also  currently  installing  a  dedicated  angiography  system  (A  Toshiba,  2000  mA 
constant  potential  generator)  in  our  x-ray  laboratory.  This  system  is  an  update  to  an  older  (1966) 
x-ray  system  that  was  recently  decommissioned.  Because  our  previous  study  on  dual  energy 
radiography  {23 }  showed,  using  hypothetical  monoenergetic  spectra,  that  a  74  keV  beam  was 
most  efficient  for  the  high  energy  beam  (with  Y202S/Gd202S  detector  pairs),  it  will  be  necessary 
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to  use  the  newly  installed  tungsten  anode  system  for  verification  of  the  dual  energy  optimization 

StUd  T^ks  1  3  and  1 .4  are  computer  simulations  and  calculations  that  result  from  the  data 
collectin  gs  1.1  and  1.2.  Once  the  spectra,  measinements  axe  fnushed  and  tasks  U »  12 
are  completed  it  is  relatively  straightforward  to  proceed  with  tasks  1.3  and  1.4.  With  respect  to 
Zk  1.4  we  have  purchased  a  variety  (12:1, 10:1,  8:1,  and  5:1)  of  antiscatter  grids  m  order  to 
make  experimental  verifications  with  Monte  Carlo  results. 


2.1.  Consult  with  mechanical  engineer  (consultant  on  project)  and  finalize  design  for  the 
mechanical  construction  of  the  system  housmg,  and  have  EOT,  Inc  build  it 
2  2  Purchase  optical  supports  and  cameras,  and  mount  them  mside  the  completed  housing 
'2'  (2  A)  Interface  optical  and  electronic  components  to  microcomputer,  and  n“croco”^r 
to  x-ray  generator  Write  software  to  orchestrate  both  auto-calibration  procedures  as  well  as 

digital  image  acquisition. 

2.2  Mechanical  Construction  (anti  evaluation)  of  Dual  Energy  System 


We  have  begun  the  detailed  scientific  evaluation  of  the  CCD  cameras  that  are  presently  in 
our  laboratore  including  the  determinations  of  MTF(f)  and  DQEffi.  Developing  the  techniques 
Td“^  computer  code  for  making  these  measurements  will  be  useful  for  when  tiie  full 

resolution  CCD  cameras,  which  we  are  now  m  the  process  of  ordering,  amvo 
comnanv  that  manufactures  optical  sine  wave  phantoms,  and  have  purchased  one.  Such 
phantom  allows  the  direct  calculation  of  MTF  from  the  measured  sine  wave  image,  by  comput 

the  modulation  at  a  frequency  f  as: 

Modulation^  =  (MAX-MIN)  /  (MAX+MIN) 

Rv  normalizing  the  modulation  to  the  f=0  value,  a  modulation  transfer  function  (MTF)  of  the 
c^era  and  the§optics  can  be  easily  determined.  We  are  presently  evaluating  this  technique, 
lunanuscripHn  preparation.  The  sine  wave  test  pattern  results  me  compmed  wtti.  the  more 
conventional  Fourier  Transform  of  a  line  spread  function  approach,  m i  Fi igm  • 

Tn  order  to  determine  the  quantum  detection  efficiency  (QDE(f))  of  a  CCD  camera  ten 

sJ7?J nec“  knowVe  munber  of  quanta  incident  upon  fte  system.  We  are  prase^y 

£  these  measmements,  and  a  manuscript  is  in  preparation  which  will  repor. ^  ??f® Z 
CCTca^eras-lens  systems  for  a  variety  of  different  parameters  such  as  demagmfication  toor, 
wavele^th  of  the  light  (545  nm  and  624  nm)  and  lens  f-stop.  An  example  of  such  a  DQE(f) 

“"“of  “wSopments  in  terms  of  design  permutations,  we  recognized  tile 
imnortance  of  having  a  flexible  mechanical  system  for  experimental  measurements  an 
verification  Consequently,  we  have  devoted  a  great  deal  of  time  in  deigning  the  mechanical 
toou“  me  diTenergy  mammography  system.  Instead  of  using  an  inflexible  box  to  mount  the 
sv^tem°in  which  was  Z  original  design,  we  have  gone  to  a  much  more  flexible  design  of  the 
mammography  system  in  consultation  with  Roger  Malcolm,  our  consultant  on  mechanical 

design.  _ _ _ — - 
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The  mechanical  configuration  of  the  dual  energy  mammography  system  is  illustrated 
schematically  in  Figure  2.  The  hardware  necessary  for  building  the  physical  system,  including 
camera,  detector,  and  mirror  mounts,  are  currently  being  fabricated  and  we  expect  receipt  of  the 
remaining  necessary  items  within  a  few  weeks.  We  have  chosen  to  design  the  mechanical 
aspects  of  the  system  so  that  significant  modification  can  be  made,  reflecting  our  newer  thoughts 
on  optimizing  the  SNR  in  the  dual  energy  subtracted  image.  The  system  modular  construction 
design  using  a  three  dimensional  optical  rail  system  is  shown  in  Figure  1 1 .  This  rail  system 
essentially  extends  the  2  dimensional  optical  table  to  the  third  dimension,  and  will  act  as  the 
mechanical  framework  for  the  dual  energy  mammography  system.  Optical  pathways  will  be  kept 
light-tight  using  camera  bellows,  which  have  recently  been  ordered.  The  1”  square  cross  section 
aluminum  struts  have  clear  holes  drilled  (for  1/4-20  screws  to  pass  through),  and  we  have 
ordered  the  custom  fabrication  of  quantities  of  struts  in  lengths  from  1.0  foot  to  8.0  feet.  An 
enlargement  of  the  struts  is  illustrated  in  Figure  12,  and  a  rotating  connection  collar  (flange)  for 
coupling  the  linear  struts  is  shown  in  Figure  13.  This  rotating  flange  will  allow  complete 
flexibility  in  positioning  the  various  elements  of  the  digital  mammography  system,  including  the 
compression  device,  breast  support,  cameras,  mirrors,  and  screens. 


3*  Conclusions 

Progress  has  been  made  in  this  first  year  of  the  project.  The  post-doc  has  been  hired,  is 
settled  in  and  has  a  solid  focus  on  this  project.  Much  of  the  equipment  necessary  for  building  the 
dual  energy  mammography  system  has  been  ordered,  for  example  the  optical  benches, 
micropositioning  equipment,  lasers  for  alignment,  stepping  motors  and  their  supporting 
electronics,  a  computer  and  display,  etc.  The  design  of  the  mechanical  aspects  of  the  system  is 
close  to  complete,  and  the  necessary  hardware  is  being  custom  fabricated  by  a  high  tech  machine 
shop.  Monte  Carlo  simulations  have  been  run  with  a  large  number  of  virtual  photons  in  order  to 
reduce  the  quantum  noise  in  the  subsequent  calculations. 

There  are  many  aspects  to  this  project,  and  in  this  first  year  in  order  to  ramp  up  as  fast  as 
possible,  we  have  pursued  many  of  the  development  issues  in  parallel.  The  first  two  tasks,  as 
identified  in  the  statement  of  work,  are  well  underway  with  preliminary  results.  The  parallel 
approach  has  got  us  started  on,  and  well  into,  many  of  the  important  sub-projects,  however  it 
leaves  us  at  this  one  year  mark  with  several  tasks  in  progress.  This  is  how  the  project  was  laid 
out  in  the  original  proposal. 

Several  innovations  and  improvements  over  the  original  design  have  been  developed,  the 
different  layout  of  the  dual  energy  system  should  yield  better  quality  images  due  to  increased 
energy  separation  between  the  low  and  the  high  energy  images.  The  newly  proposed  sequence 
for  image  acquisition  (Figure  3),  involving  pulsed  x-ray  switching  and  independently  gated,  dual 
camera  acquisition  should  also  yield  superior  dual  energy  image  quality.  The  availability  of  the 
Deslattes  spectrometer  will  allow  us  to  more  accurately  assess  mammography  x-ray  spectra,  and 
will  in  turn  allow  for  a  more  precise  verification  of  the  Monte  Carlo  simulations. 

In  summary,  we  are  more  excited  about  the  prospects  of  dual  energy  digital  mammography 
than  we  were  last  year.  Progress  towards  the  development  and  construction  of  the  system  is 
going  as  planned. 
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5.  Appendix 


Figure 

Number 

Description 

Figure  1 

A  diagram  showing  the  configuration  ot  the  dual  energy 
mammography  system  as  originally  proposed. 

Figure  2 

A  diagram  showing  the  configuration  of  the  dual  energy 
mammoeraphv  system  modified  for  a  sandwiched  detector. 

Figure  3 

The  timing  sequence  used  to  acquire  dual  energy  mammograms 
using  two  CCD  cameras  in  the  configuration  shown  in  Figure  2. 

Figure  4 

Monte  Carlo  simulation  results,  3  cm  breast  and  15  keV 
incident  x-ray  photon 

Figure  5 

Monte  Carlo  simulation  results,  5  cm  breast  and  25  keV 
incident  x-ray  photon 

Figure  6 

Monte  Carlo  simulation  results,  8  cm  breast  and  55  keV 
incident  x-ray  photon 

Figure  7 

Two  x-ray  spectra  measured  in  our  laboratory  using  the 

Deslattes  x-ray  spectrometer. 

Figure  8 

An  example  of  how  the  attenuation  coefficients  for  various 
tissue  types  can  be  (easily)  evaluated  using  the  Deslattes  x-ra\ 
spectrometer.  The  measured  versus  theoretical  mass 
attenuation  coefficients  for  aluminum  are  shown. 

Figure  9 

9A  illustrates  the  influence  of  an  imaging  system  on 
modulation  of  a  sine  wave  input.  9B  illustrates  MTF 
measurements  taken  both  conventionally  (by  F ouner  transform 
of  the  line  spread  function)  and  using  the  sine  wave  test  pattern. 

Figure  10 

The  noise  power  spectrum  for  the  optical/CCD  imaging  system 
presently  in  our  laboratory. 

Figure  11 

An  engineering  drawing  of  the  modular  design  of  the 
mechanical  support  for  the  digital  mammography  system 

Figure  12 

A  blow  up  drawing  of  the  struts. 

Figure  13 

A  blow  up  drawing  of  the  rotating  flange  assembly  used  for 

1  connecting  the  struts  together. 
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Single-pulse  dual-energy  mammography  using  a  binary  screen  coupled 


PI:  John  M.  Boone,  Ph.D. 
to  dual  CCD  cameras 


Figure  1:  The  binary  screen  is  composed  of  two  x-ray  phosphors,  for  example 
Y202S:Eu  (624  nm-red  emitting)  and  Gd02S:Tb  (545  nm-green  emitting). 
The  Yttrium  phosphor  preferentially  absorbs  low  energy  x-rays,  and  the 
Gadolinium  phoshor  preferentially  absorbs  the  high  energy  x-rays,  due  to  their 
respective  k-edges.  By  filtering  the  light  that  enters  each  of  the  CCD  cameras 
using  dichroic  mirrors,  the  low  energy  x-ray  signal  can  be  isolated  in  CCD  1 
and  the  high  energy  signal  can  be  isolated  in  CCD  2. 
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Fiaure  2*  Modified  geometry  for  dual  energy  mammography  system.  This 
approach  makes  use  of  a  sandwhich  detector,  familiar  to  dual  energy  researchers 
in  the  photostimulable  phosphor  arena.  CCD  1  records  the  image  from  the  front, 
low  energy  phosphor,  and  CCD  2  records  the  image  from  the  back,  high  energy 
phosphor.  Although  this  geometry  is  similar  conceptually  to  sandwhiched  PSP 
detectors,  here  we  have  substantially  more  flexibility  in  terms  of  phosphor  selection. 
In  addition,  a  temporal  gating  scenario  (Figure  3)  can  further  improve  SNR. 
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Fiaure3:  With  the  installation  of  our  new  constant  potential  generator  we  can 
now  rapidly  (1-2  ms)  switch  kV.  This  will  allow  the  ability  to  improve  the  SNR 
in  the  dual  energy  subtracted  images.  Because  the  CCD  cameras  can  be 
controlled  independently,  they  can  be  switched  on  &  off  in  a  timing  sequence 
as  shown  above.  The  transition  times  for  each  event  are  currently  being  optimized 

using  computer  simulation. 
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Figure  4:  This  is  a  plot  of  the  spectral  and  angular  distribution  from  a  3  cm  thick 
breast  with  a  1 5  keV  monoenergetic  beam  incident  upon  it.  This  data  was  generated 
using  Monte  Carlo  simulations  with  100  million  input  photons.  Polyenergetic  spectral 
results  can  be  computed  by  combining  the  monoenergetic  results  with  appropriate 
spectral  weighting.  These  data  are  used  to  calculate  scatter  rejection  (grid)  efficacy 
as  well  as  detector  efficiency. 
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Figure  5:  This  is  a  plot  of  the  spectral  and  angular  distribution  from  a  5  cm  thick 
breast  with  a  25  keV  monoenergetic  beam  incident  upon  it.  This  data  was  generated 
using  Monte  Carlo  simulations  with  100  million  input  photons.  Polyenergetic  spectral 
results  can  be  computed  by  combining  the  monoenergetic  results  with  appropriate 
spectral  weighting.  These  data  are  used  to  calculate  scatter  rejection  (grid)  efficacy 
as  well  as  detector  efficiency. 
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Figure  6:  This  is  a  plot  of  the  spectral  and  angular  distribution  from  a  8  cm  thick 
breast  with  a  55  keV  monoenergetic  beam  incident  upon  it.  This  data  was  generated 
using  Monte  Carlo  simulations  with  100  million  input  photons.  Polyenergetic  spectral 
results  can  be  computed  by  combining  the  monoenergetic  results  with  appropriate 
spectral  weighting.  These  data  are  used  to  calculate  scatter  rejection  (grid)  efficacy 
as  well  as  detector  efficiency. 
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Figure  7:  X-ray  spectra  measured  in  our  laboratory  using  the  Delattes 
spectrometer.  This  molybdenum  anode  spectrum  was  generated  at 
35  kV  on  a  Senograph  500T  mammography  unit.  Spectrum  A  was  attenuated 
with  a  glass  microscope  slide  to  reduce  the  intensity  at  low  energies. 
Spectrum  B  was  identical  to  Spectrum  A  except  that  1.0  mm  of  Aluminum 
was  added  to  the  beam. 
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Figure  8:  Attenuation  data  for  a  1 .0  mm  sheet  of  aluminum.  The  dashed  line 
is  the  mass  attenuation  coefficient  for  aluminum  from  the  data  tabels  of  McMasters. 
The  solid  line  corresponds  to  the  attenuation  measured  in  our  laboratory.  These 
preliminary  data  are  shown  only  to  illustrate  that  attenuation  measurements  can  be 
made  using  the  Deslatte  spectrometer.  Inaccuracies  between  the  two  curves 
can  be  attributed  to  impure  aluminum,  inaccurate  energy  calibration,  or  fluxuation 
in  the  x-ray  tube  output. 
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Figure  9:  (A)  A  diagram  showing  the  relationship  between  the  input  signal 
and  the  signal  after  it  has  been  imaged  by  the  imaging  system.  The  modulation 
is  calculated  from  the  max  and  min  signals.  (B)  A  comparison  of  calculation 
techniques.  The  open  circles  show  the  MTF  calculated  by  calculating  the 
Fourier  transform  of  the  line  spread  function.  The  dosed  circles  show  the  MTF 
as  calculated  directly  from  the  min  and  the  max  values,  using  a  sine  wave  pattern 
as  input.  The  MTFs  correspond  to  the  CCD  camera  and  optics. 
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Figure  10:  The  Noise  Power  Spectrum  (NPS)  of  the  optical  -  CCD  camera 
imaging  system  in  our  laboratory.  We  are  presently  making  detailed  NPS  and 
DQE(f)  measurements  as  a  function  of  several  important  imaging  parameters, 
including  demagnification  factor,  F-stop  setting,  and  the  wavelength  of  the 
light  emitted  by  the  screen  (545  and  624  nm). 


21 


3-D  OPTICAL  RAIL  SYSTEM 


Figure  11:  An 
engineering  diagram  of 
the  optical  rail  system 
that  we  have  designed 
for  flexible  construction 
of  the  dual  energy 
mammographysystem. 
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Figure  12:  A  blow  up  of  the  strut  assembly  which  is  the  principle 
behind  the  mechanical  design  of  the  system.  Struts  are  currently 
being  cut  to  length,  drilled  out  on  1"  center,  and  anodized.  Strut  lengths 
include  12",  24",  36",  48"  and  several  96"  struts.  The  hole  spacing  on  the 
struts  is  compatible  with  the  optical  table,  which  serves  as  the  base  for 
the  entire  system.  Cameras,  lenses,  and  micropositioning  equipment 
can  be  easily  mounted  to  the  strut  assembly. 
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Figure  13:  An  engineering  diagram  of  the 
coupling  flanges  used  to  connect  the 
struts  (shown  in  Figure  12).  This  type  of 
flange  will  be  used  to  position  struts  where 
the  rotation  angle  of  the  suspended  strut 
is  important.  Other,  L-shaped  flanges  are 
being  manufactured  for  more  basic 
connections. 


